
 

 
 

 
 

 
  

 
 

 
 

 
  

PRIMECARE® 

P750 Long Term Care Bariatric Bed 
OWNER’s MANUAL 

 

*Shown with Optional Deluxe 
Rotating Assist Rails  

Manual must be given to the Owner/User 
of this bed and should be read carefully before 
putting this product into use.  Keep manual in  
an accessible location for future reference. 
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NOTE:  DO NOT operate this product without first reading and understanding this user 
manual.  Damage or injury may result from improper use of this product.   
  



 
 

P750 Owner's Manual| REV 001 
 June1st, 2020 

The information in this document is subject to change without notice. 
 

Page 2 

STANDARD SYMBOLS USED IN THIS MANUAL 
This manual includes important information about the safety of personnel and 
equipment. As you read through this manual be aware of the symbols and their 
meanings. 
 

DANGER 
Information that appears under the DANGER symbol concerns the protection of 
personnel from direct and pending hazards that, if not avoided, will result in immediate, 
serious personal injury or death in addition to damage of the equipment. 
 

DANGER SHOCK HAZARD 
Information that appears under the DANGER SHOCK HAZARD symbol concerns the 
protection of personnel from possible hazards related to electrical shock. 
 

FIRE HAZARD 
Information that appears under the FIRE HAZARD symbol concerns the protection of 
personnel from possible hazards related to fire and flammability. 
 

WARNING 
Information that appears under the WARNING symbol concerns the protection of 
personnel from possible hazards that can result in injury or death in addition to damage 
of the equipment. 
 

CAUTION 
Information that appears under the CAUTION symbol concerns the protection of 
personnel from possible hazards that may result in minor injury or damage of the 
equipment. 
 

CRUSH HAZARD 
Information that appears under the CRUSH HAZARD symbol concerns the protection of 
personnel from possible hazards related to reduce clearances. 
 
NOTE: 
Information that appears with the NOTE text gives added information, which helps in 
understanding the item being described. 
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PRODUCT SYMBOLS 
Symbols Description Symbols Description 

 

Type B applied part 
equipment 

 

Recycle the item in accordance 
with local regulations. 

 
According to IEC 60529. Rating 
for dust-protection and 
identified as equipment that is 
protected against powerful 
water jets  

Maximum patient weight and 
safe working load 

 

Class II equipment 
 

 Intertek’s ETL listed mark for US 
and Canada.  A product 
bearing the ETL listed Mark is 
determined to have met the 
minimum requirements of 
prescribed product safety 
standards. 

 

The owner’s manual must be 
read before operating the 
bed. 

WARNING LABELS 
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LEFT/RIGHT REFERENCE GRAPHIC 
 

 
 

ELECTROMAGNETIC EMISSION AND IMMUNITY 
This MEDICAL ELECTRICAL EQUIPMENT needs special precautions regarding EMC and 
needs to be installed and put into service according to the EMC information provided 
in the table below. 
 
Portable and mobile RF communications equipment can affect MEDICAL ELECTRICAL 
EQUIPMENT 

WARNING 
The use of ACCESSORIES, transducers and cables other than those specified, with the 
exception of transducers and cables sold by the manufacturer of the EQUIPMENT or 
SYSTEM as replacement parts for internal components, may result in increased EMISSION 
or decreased IMMUNITY of the EQUIPMENT or SYSTEM.  

WARNING 
The ME EQUIPMENT or SYSTEM should not be used adjacent to or stacked with other 
equipment and that if adjacent or stacked use is necessary, the ME EQUIPMENT or 
SYSTEM should be observed to verify normal operation in the configuration in which it 
will be used.  
 



 
 

P750 Owner's Manual| REV 001 
 June1st, 2020 

The information in this document is subject to change without notice. 
 

Page 10 

DECLARATION - ELECTROMAGNETIC EMISSIONS 
Guidance and manufacturer's declaration - Electromagnetic emissions 
The Prime Care™P750 is intended for use in the electromagnetic environment specified below. 
The customer or the user of the Prime Care™P750 should ensure that it is used in such an 
environment. 

Emissions Test Compliance Electromagnetic environment - Guidance 

RF Emissions CISPR 11 Group 1 Uses RF energy only for its internal function. 
Therefore, its RF emissions are very low and are 
not likely to cause any interference in nearby 
electronic equipment.  RF Emissions  

CISPR 11 Class B 

Harmonic Emissions  
IEC 61000-3-2 

Not 
Applicable 

The Prime Care™P750 is suitable for use in all 
establishments including domestic 
establishments and those directly connected to 
the public power supply network that supplies 
buildings used for domestic purposes. 

RF emissions 
CISPR 14-1 Complies 

The Prime Care™P750 is not suitable for 
interconnection with other equipment. 

RF emissions 
CISPR 15 Complies 
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